Use of a metal detector in the search for bullets during autopsy.
The paper reports the results obtained from the use of a CEIA PD 140 S metal detector to search for bullets during the course of medicolegal tests. The instrument was found to be of value in identifying their presence up to a distance of 5-7.5 cm from the sensitive detection area.